The Effect of Soft Foot Orthotics on Three-dimensional Lower-Limb Kinematics During Walking and Running
Janice J Eng and Michael R Pierrynowski

The online version of this article, along with updated information and services, can be found online at: http://ptjournal.apta.org/content/74/9/836

Collections
This article, along with others on similar topics, appears in the following collection(s):
Adaptive/Assistive Devices
Gait Disorders
Injuries and Conditions: Foot

e-Letters
To submit an e-Letter on this article, click here or click on "Submit a response" in the right-hand menu under "Responses" in the online version of this article.

E-mail alerts
Sign up here to receive free e-mail alerts
The Effect of Soft Foot Orthotics on Three-dimensional Lower-Limb Kinematics During Walking and Running

**Background and Purpose.** Although foot orthotics are often prescribed to alter the lower-extremity mechanics during the stance period of gait, there is little documentation of the actual effect of foot orthotics on the movement of the lower-extremity joints during walking and running. This study examined the effect of foot orthotics on the range of motion of the talocrural/subtalar joint and the knee joint in three dimensions during walking and running.

**Subjects.** Ten female adolescent subjects, aged 13 to 17 years (X=14.4, SD=1.1) who were diagnosed with patellofemoral pain syndrome and exhibited forefoot varus greater than 6 degrees and/or calcaneal varus greater than 6 degrees participated in the study.

**Methods.** Thirty strides of walking and running on a treadmill were recorded for each of the orthotic and nonorthotic conditions for each subject using an optoelectronic recording technique. Analyses of variance for repeated measures were performed on the range of motion of the talocrural/subtalar joint and knee joint for each plane of motion (ie, six separate analyses). The main factors of each analysis were the effect of the orthotic (orthotic condition versus nonorthotic condition), mode of ambulation (walking and running), and phase of the stance period (contact, mid-stance, and propulsion).

**Results.** No differences were found in sagittal-plane movements. Reductions of 1 to 3 degrees occurred with orthotic use for the talocrural/subtalar joint during walking and running in the frontal and transverse planes. The orthotics reduced knee motion in the frontal plane during the contact and mid-stance phases of walking, but increased the motion during the contact and mid-stance phases of running.

**Conclusions and Discussion.** This study shows that corrections to the static position of forefoot varus and calcaneal valgus can result in changes in transverse- and frontal-plane motion of the foot and knee during walking and running.

**Key Words:** Foot orthosis, Gait analysis, Kinematics.

---

**J Eng, PhD, PT, was a student in the master's degree program, Institute of Biomedical Engineering and Department of Community Health, Faculty of Medicine, University of Toronto, Toronto, Ontario, Canada, when this study was completed in partial fulfillment of her degree requirements.**

**MR Pierrynowski, PhD, is Associate Professor, School of Occupational Therapy and Physiotherapy, McMaster University, Hamilton, Ontario, Canada L8N 3Z5. He was Associate Professor, School of Physical and Health Education, Faculty of Medicine, and Institute of Biomedical Engineering, University of Toronto, when this study was completed. Address all correspondence to Dr Pierrynowski.**

**This study was approved by the Hospital for Sick Children Human Subjects Review Board.**

**This study was supported in part by the University of Toronto (Open Fellowship to Dr Eng).**

This article was submitted August 9, 1993, and was accepted March 22, 1994.
to be one of the major causes of foot and leg problems in runners.9,10 Foot orthotics, devices inserted between the foot and shoe to modify foot biomechanics, have been used in clinical settings for conditions aggravated by excessive pronation. These conditions include Achilles tendinitis, plantar fasciitis, and posterior tibial tendonitis, as well as knee conditions such as patellofemoral pain syndrome.4,5,6 Patellofemoral pain syndrome is the leading cause of chronic knee pain in adolescents and has been reported to have a high correlation with excessive pronation.1,2,9

Orthotics can be categorized into rigid, semirigid, and soft or temporary orthotics. In our study, the soft or temporary orthotics were selected for subjects experiencing patellofemoral pain syndrome because soft orthotics are inexpensive, quick and simple to fabricate, and easily adjustable, which was important for this adolescent clientele.

To examine the biomechanical effects of the foot orthotic during gait, the effects of the orthotic on joints proximal to the ankle, in addition to the motion of the foot and ankle, should be studied. When defining the motion between the foot and leg, a common center of rotation is assumed with the talocrural (ankle) joint primarily responsible for dorsiflexion/plantar-flexion components; the subtalar joint is primarily responsible for inversion/eversion and abduction/adduction components; although some overlap does occur.2 For the purposes of this report, we refer to the ankle and foot joints as the talocrural/subtalar (TC/ST) joint.

Previous motion-time-studies have produced conflicting reports about the biomechanical effect of orthotics on TC/ST joint motion.10-13 Although some of the discrepancies may have arisen from the variation in the construction of the orthotic, the procedures used for the gait analysis may also have been a source of variability. The speed of ambulation has been reported to influence the range of motion (ROM) of the TC/ST joint and should be standardized between orthotic and nonorthotic trials.11,14,15 Additionally, a large number of gait strides should be averaged over each trial. Bates et al16 reported that the magnitude of the variability of the gait variables indicated a need for calculating representative or average values if subtle differences in lower-extremity function are to be detected.

An estimation of the motion of the calcaneus with respect to the lower leg in the frontal plane is often used to produce a two-dimensional (2-D) estimation of inversion and eversion.11,16 In general, the accuracy of motion description will deteriorate as the number of degrees of freedom considered is reduced.17 Two-dimensional analyses cannot easily account for errors due to segmental movements out of the plane of motion or due to rotations about a segment's longitudinal axis.15,19 Engsberg and Andrews20 reported that inversion/eversion may not necessarily represent the predominant motion of the TC/ST joint and recommended that the dorsiflexion/plantar-flexion, adduction/abduction, and inversion/eversion components be monitored to predict pronation and supination.

Three-dimensional (3-D) analysis of the effect of foot orthotics was performed by Taunton et al,12 with a follow-up by Smart and Robinson,13 using a triplanar electrogoniometer to monitor the TC/ST joint as well as the knee joint. Both groups of investigators reported that foot orthotics produced a reduction of the inversion motion of the TC/ST joint during the stance period of running. Smart and Robinson also found that the orthotics caused an increase in the abduction motion at the knee during the stance period.

In our study, we used an optoelectronic technique to find the orientations between the thigh and lower leg and between the lower leg and foot that generate rotations of the knee and TC/ST joint, respectively. The objective of our study was to determine whether soft foot orthotics affect the 3-D motion of the TC/ST and knee joints in female adolescent subjects who were diagnosed with patellofemoral pain syndrome. We wanted to determine whether the effects of the foot orthotic are different in walking and running and whether the effects of the foot orthotic are different in the phases of contact, mid-stance, and propulsion.

Method

Subjects

Subjects examined in this study were 10 female adolescents who had been prescribed foot orthotics for patellofemoral pain syndrome by the same physical therapist and physician. The subjects ranged in age from 13 to 17 years (X=14.4, SD=1.1) and in mass from 42 to 62 kg (X=50.2, SD=8.0). Each subject and her parent or guardian provided informed consent. Excessive pronation was a requirement for inclusion in this study and was determined by a measurement of forefoot varus greater than 6 degrees and/or calcaneal valgus greater than 6 degrees (forefoot varus: X=12.4°, SD=3.9°, calcaneal valgus: X=6.6°, SD=4.7°). Treatment of forefoot varus or calcaneal valgus greater than 5 degrees is recommended because these amounts are likely to cause foot and/or lower-extremity symptoms.21 All subjects were measured by the same tester. Calcaneal valgus is the measurement of the angle between the Achilles tendon and the bisection of the posterior calcaneus in a standing position. Forefoot varus is a measurement of the inversion of the forefoot with respect to the hindfoot in a non-weight-bearing position with the subtalar joint in a neutral position.22 Test-retest trials of 6 subjects conducted by the same physical therapist produced intraclass correlation coefficients23 (ICC[1,1]) of .71 and .97 for the measurements of forefoot varus and calcaneal valgus, respectively. Excluded from the study were those subjects with leg-length discrepancies greater than 1 cm.
Foot Orthotic Construction

Foot orthotics were made by the same physical therapist for each subject. The orthotics were constructed from a flat Spenco insole and posted medially in the hindfoot and forefoot with rubber wedges to position the foot closer to a subtalar neutral position. (Information about the compressibility of the rubber wedges was not supplied by the manufacturer.) Subtalar neutral is a position in which the foot is neither pronated nor supinated. The forefoot posting ranged from 4 to 6 cm in length and extended proximally from the heads of the metatarsals. The hindfoot posting ranged from 6 to 8 cm in length and extended distally from the calcaneus. With calcaneal valgus between 4 and 6 degrees, a 2-degree hindfoot posting was used. With forefoot varus between 6 and 10 degrees, a 2-degree forefoot posting was used. If forefoot varus was greater than 10 degrees, 4- to 6-degree forefoot and 2- to 4-degree hindfoot postings were used. The maximal posting was 6 degrees in the forefoot and 4 degrees in the hindfoot, as larger postings were not comfortable for the subjects. The orthotics were posted a mean of 3 degrees in the forefoot and 2.2 degrees in the hindfoot, bilaterally. During the testing, subjects wore new running shoes provided by the laboratory. The orthotics were inserted into the running shoe after the original insole of the shoe was replaced to provide space for the orthotic.

Experimental Setup

The data collection took place within the first 3 weeks following the initial fitting of the orthotic. Kinematic data were acquired by a four-camera Waterloo Spatial Motion Analysis and Recording Technique (WATS-MART™). Because all subjects experienced bilateral knee pain, motion analysis was performed only on the knee that was reported to be the most painful on the initial assessment. Sixteen 3-cm-diameter infrared light-emitting diodes (IREDs) were placed on the leg of the subject: 5 on the thigh, 5 on the lower leg, and 6 on the foot. The positions of the IREDs are shown in Figure 1, and the locations of the cameras are shown in Figure 2. An average of the IRED positions on each segment while in a standing position determined the rigid body segment model. A foot-switch was applied to the heel of the shoe to record consecutive heel contacts. To reduce possible reflectiveness of infrared light, black foam banners and carpet of low infrared light reflectiveness were used to cover the head of the treadmill and floor regions surrounding the treadmill.

Calibration of the 3-D system was performed prior to each session using a 1-m cube frame containing 52 IREDs of known 3-D coordinates. Placed on the treadmill. To define the location of the 16 IREDs on the body segments, subjects stood in a relaxed standing position with feet parallel and directed forward. This was referred to as the anatomical position or zero reference, and data were collected in this position to calculate the 3-D coordinates of the IREDs relative to the local coordinate system of the calibration frame. The error to locate the 3-D coordinates of a marker in space using the WATS-MART™ system was established to be random and less than 6 mm root mean square (RMS). Random Gaussian noise of this magnitude was mathematically added to simulations that used a computer-driven marker system and experimental setup similar to those shown in Figures 1 and 2. Movements similar to those during walking and running were simulated, and the results predicted that the error in determining a segment’s 3-D rotations was less than 2.5, 3.0, and 2.6 degrees RMS for the Z, X, and Y planes, respectively. Because a large number of strides were performed in each trial, the random error component is further reduced by a factor equivalent to the square root of the number of strides. In our study, 30 strides were analyzed for each condition; thus, the error would be reduced by a factor of 5.5. Therefore, the random error in determining a segment’s rotations was less than 0.45,
Data Acquisition

The walking and running motions on a treadmill of each subject were recorded. Subjects were tested under two conditions: (1) running shoe and flat insole and (2) running shoe and foot orthotic (flat insole with wedges). Subjects were given a 10-minute warm-up period to adjust to the treadmill under the test conditions. Two trials (20 seconds each) of walking at 0.89 m·s⁻¹ and running at 1.78 m·s⁻¹ under each condition were collected at 75 Hz. These speeds elicited a comfortable walking and running pattern for the subjects.

Data Reduction and Analysis

The kinematic data were analyzed to provide the motions of the knee and TC/ST joints, averaged across a minimum of 30 strides. A body-fixed reference system was used, which means that the reference system was attached to a segment and the X, Y, and Z axes translated and rotated as a segment moved. Specifically, a Z-X-Y rotation sequence was defined and the following definitions used:

- Motion about the X axis occurred in the frontal plane
- Motion about the Y axis occurred in the transverse plane
- Motion about the Z axis occurred in the sagittal plane
- X, Y, Z (+/-) translations: forward/backward, up/down, lateral/medial (external/internal)
- Z, X, Y (+/-) knee rotations: extension/flexion, adduction/abduction, medial/lateral rotation
- Z, X, Y (+/-) TC/ST joint rotations: dorsiflexion/plantar flexion, inversion/eversion, adduction/abduction

To obtain these time-dependent variables for the knee and TC/ST joints from the 2-D data available from the four cameras, a five-step procedure was used. First, the stationary trial was processed to provide 3-D coordinates of the 16 body IREDs relative to the global laboratory reference system (GRS). Second, the three translations and three rotations that located the thigh, lower leg, and foot segments ( Origins at the hip, knee, and TC/ST joints, respectively) in 3-D space relative to the GRS were calculated. This procedure did not allow us to calculate the intermediate spatial marker coordinates available from any camera combination; we used a statistical procedure to isolate and remove errant data.

Third, relative rotations were determined for the knee (orientation between the thigh and lower leg) and the TC/ST joint (orientation between the lower leg and foot). Fourth, after defining the start and end frames for each stride (right heel contact to right heel contact), the rotations of the two joints were ensemble-averaged across the 30 strides for a given subject. The mean and standard deviation for the joint rotations were then calculated every 2% of the stride. Last, the stance period was divided into phases by observing a 2-D sagittal view of the foot during walking and running.

Previous investigations measured the ROM over the entire stance period; however, the TC/ST joint has different functions depending on the phase of the stance period. Thus, an examination of the effect of foot orthotics on the phases of contact (heel contact to foot flat), midstance (foot flat to heel-off), and propulsion (heel-off to toe-off) was performed. The non-weight-bearing swing period was not analyzed.

The predominant movement component in each phase was compared between the orthotic and nonorthotic trials by a signed rank test. The predominant movement component was defined as the direction of motion toward one extreme of the ROM. For example, it was to be determined whether the TC/ST joint displayed an eversion component in both the orthotic and nonorthotic trials during the contact phase. Signed rank tests compared the predominant movement of the nonorthotic and orthotic trials for each of the planes of motion of the TC/ST and knee joints during each of the three phases.

The maximum ROM represented the total movement in each plane of motion of the TC/ST and knee joints (eg, the ROM in the frontal plane of the TC/ST joint represents the sum of the maximum degrees of inversion and maximum degrees of eversion attained). A repeated-measures design was used to compare the ROMs because the normal subject-to-subject variation is removed from the error sum of squares; each subject served as his own control. The main factors of the design were the effect of the orthotics (orthotic and nonorthotic conditions), the mode of ambulation (walking and running), and the sub-phase of the stance period (contact, mid-stance, and propulsion). This analysis was performed six times, once for each joint (knee and TC/ST joints) in each of the three planes of motion.

The significance level was set at .05. The degrees of freedom and error terms are shown in Table 1. Post hoc procedures consisted of Tukey's test for significant main effects and the calculation of simple main effects for significant interactions. For example, if the two-way interaction of the independent variables orthotic group and phase of gait (ie, orthotic×phase) was significant, it was to be determined whether the orthotic and nonorthotic trials were significantly different for each of the three phases. All statistical procedures were conducted using the Statistical Analysis System.

Within each analysis of variance (ANOVA), a number of F tests were performed (to test all the main effects and interactions), but the statistical design and post hoc procedures (Tukey's) take this into account and we believe the change of a type I
Posterior plane. The patterns of motion, especially in the frontal and transverse planes, were highly variable across subjects, between the two means. It was not possible to find a significant difference in degrees in the sagittal plane and 1 to 2 degrees in the frontal and transverse planes for the 10 subjects during the contact and propulsion phases, with mean reductions of 2.5 and 1.7 degrees, respectively (Table 2). During running, the foot orthotic had no significant effect in the sagittal plane, but affected the magnitude of the ROM in the frontal and transverse planes for the TC/ST and the knee joints. The F ratios and probability values in the frontal and transverse planes for the TC/ST and knee joints are presented in Table 1. The actual ROMs of the 10 subjects during the orthotic and nonorthotic trials were reported in Tables 2 and 3. The standard deviations in Tables 2 and 3 are large because they provide a representation of the variability across the 10 subjects; however, the repeated-measures analyses were designed to compare the ROMs across the same subject.

### Talocrural/Subtalar Joint

In the frontal plane, there was a significant effect of the orthotic on the maximum ROM; a significant two-way interaction of the orthotic group and the phase of gait (ie, orthotic x phase); and a significant three-way interaction of the orthotic group, the mode of ambulation, and the phase of gait (ie, orthotic x mode x phase) (Tab. 1). These findings imply that the effects of the foot orthotic were different across the contact, mid-stance, and propulsion phases and that the effects of the orthotic across the three phases were not the same for the two modes of ambulation in the frontal plane. The post hoc procedures showed that the ROM for the nonorthotic trials was different from the ROM for the orthotic trials for the contact and mid-stance phases of walking. The orthotics reduced the ROM by a mean of 1.8 degrees during both of these phases (Tab. 2). During running, the ROMs for the orthotic and nonorthotic trials were different during the contact and propulsion phases, with mean reductions of 2.5 and 1.7 degrees, respectively (Tab. 2).

### Results

The ensemble-averaged profiles across the 30 strides for each subject produced standard deviations at each 2% of the stride that were 1 to 2 degrees in the sagittal plane and 1 to 3 degrees in the frontal and transverse planes. The patterns of motion were highly variable across subjects, especially in the frontal and transverse planes. Thus, it was not possible to obtain an average representation across the 10 subjects. Furthermore, averaging across subjects could also introduce systematic errors as the angles and translations were measured with respect to the anatomical position, which could vary between subjects.

**Table 1.** F Ratios and Probability Values from Analysis of Variance for Range of Motion of the Talocrural/Subtalar (TC/ST) and Knee Joints in Frontal and Transverse Planes

<table>
<thead>
<tr>
<th>Source</th>
<th>df</th>
<th>Error Term</th>
<th>TC/ST Joint</th>
<th>Knee Joint</th>
<th>Transverse Joint</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td></td>
<td>Frontal</td>
<td>Frontal</td>
<td>Frontal</td>
</tr>
<tr>
<td>Orthotic</td>
<td>1</td>
<td>Subject x orthotic</td>
<td>9</td>
<td>34.26</td>
<td>1.33</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.0002</td>
<td>.28</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>4.73</td>
<td>4.18</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.056</td>
<td>.071</td>
</tr>
<tr>
<td>Mode b</td>
<td>1</td>
<td>Subject x mode</td>
<td>9</td>
<td>10.11</td>
<td>0.45</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.011</td>
<td>.52</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>3.25</td>
<td>2.21</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.10</td>
<td>.17</td>
</tr>
<tr>
<td>Phase</td>
<td>2</td>
<td>Subject x phase</td>
<td>18</td>
<td>10.80</td>
<td>2.06</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.008</td>
<td>.16</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>0.23</td>
<td>3.81</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.80</td>
<td>.042</td>
</tr>
<tr>
<td>Orthotic x phase</td>
<td>2</td>
<td>Subject x orthotic x phase</td>
<td>18</td>
<td>5.30</td>
<td>2.61</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.016</td>
<td>.12</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>3.73</td>
<td>2.91</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.044</td>
<td>.12</td>
</tr>
<tr>
<td>Mode x phase</td>
<td>2</td>
<td>Subject x mode x phase</td>
<td>18</td>
<td>3.64</td>
<td>2.01</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.047</td>
<td>.16</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1.61</td>
<td>3.27</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.23</td>
<td>.062</td>
</tr>
<tr>
<td>Orthotic x mode x phase</td>
<td>2</td>
<td>Subject x orthotic x mode x phase</td>
<td>18</td>
<td>3.95</td>
<td>7.15</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.038</td>
<td>.005</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1.27</td>
<td>2.27</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>.31</td>
<td>.13</td>
</tr>
</tbody>
</table>

*No significant orthotic effect in the sagittal plane.

*bMode of ambulation (walking and running).*
during running. The two-way interaction of the orthotic group and the mode of ambulation was also significant; with the orthotic trials different from the nonorthotic trial during the propulsion phase. In the transverse plane, the orthotic trials reduced the ROM by 1 to 3 degrees.

**Knee Joint**

In the frontal plane, the three-way interaction of the orthotic group, the mode of ambulation, and the phase of gait was significant (Tab. 1). During the contact and mid-stance phases, the ROM during the orthotic trial was significantly less than that of the nonorthotic trial, with mean reductions of 0.8 and 0.6 degrees, respectively, during walking (Tab. 3). In contrast, mean increases of 0.9 and 0.8 degrees during the contact and mid-stance phases, respectively, were observed during running (Tab. 3). Increases of up to 3 degrees were observed in some subjects. During the propulsion phase, the orthotics caused a 0.8-degree mean reduction of motion at the knee in the frontal plane.

In the transverse plane, only the two-way interaction of the orthotic group and the phase of gait was significant (Tab. 1). The post hoc procedures showed that the orthotic and nonorthotic trials were different only during the contact phase.

**Discussion**

We partitioned the stance period into the three phases of contact, midstance, and propulsion because the foot orthotic acts differently depending on the function of the foot and ankle joints. Generally, the effects of the orthotic on the frontal- and transverse-plane ROMs of the TC/ST and knee joints were modest (1°–3°). The effects in the transverse plane observed in our study may have been missed previously because an inadequate number of strides was used to account for the normal variability of the gait pattern.

---

### Table 2. Means and Standard Deviationsa of Range of Motion (in Degrees) of Talocrural/Subtalar Joint During Walking and Running (N=10)

<table>
<thead>
<tr>
<th>Phase of Gait</th>
<th>Plane of Motion</th>
<th>Nonorthotic</th>
<th>Orthotic</th>
<th>Nonorthotic</th>
<th>Orthotic</th>
</tr>
</thead>
<tbody>
<tr>
<td>Walking</td>
<td>Frontal</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Contact</td>
<td></td>
<td>11.3</td>
<td>9.5</td>
<td>4.3</td>
<td>4.3</td>
</tr>
<tr>
<td></td>
<td>(3.7)</td>
<td>(3.9)</td>
<td>(2.2)</td>
<td>(2.0)</td>
<td></td>
</tr>
<tr>
<td>Mid-stance</td>
<td></td>
<td>6.8</td>
<td>5.0</td>
<td>5.0</td>
<td>5.2</td>
</tr>
<tr>
<td></td>
<td>(2.3)</td>
<td>(2.1)</td>
<td>(1.3)</td>
<td>(1.9)</td>
<td></td>
</tr>
<tr>
<td>Propulsion</td>
<td></td>
<td>7.4</td>
<td>7.0</td>
<td>4.7</td>
<td>4.1</td>
</tr>
<tr>
<td></td>
<td>(2.2)</td>
<td>(2.4)</td>
<td>(1.7)</td>
<td>(1.3)</td>
<td></td>
</tr>
<tr>
<td>Running</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Contact</td>
<td></td>
<td>9.9</td>
<td>7.4</td>
<td>3.8</td>
<td>3.7</td>
</tr>
<tr>
<td></td>
<td>(3.7)</td>
<td>(3.1)</td>
<td>(0.9)</td>
<td>(1.1)</td>
<td></td>
</tr>
<tr>
<td>Mid-stance</td>
<td></td>
<td>3.6</td>
<td>2.8</td>
<td>3.8</td>
<td>3.2</td>
</tr>
<tr>
<td></td>
<td>(1.9)</td>
<td>(1.8)</td>
<td>(2.3)</td>
<td>(2.3)</td>
<td></td>
</tr>
<tr>
<td>Propulsion</td>
<td></td>
<td>8.9</td>
<td>7.2</td>
<td>5.4</td>
<td>3.5</td>
</tr>
<tr>
<td></td>
<td>(2.8)</td>
<td>(2.8)</td>
<td>(2.2)</td>
<td>(1.9)</td>
<td></td>
</tr>
</tbody>
</table>

*aOne standard deviation in parentheses.

the mode of ambulation was significant (Tab. 1). The post hoc procedures indicated a difference between the orthotic and nonorthotic trials during running. The two-way interaction of the orthotic group and the mode of ambulation was also significant; with the orthotic trials different from the nonorthotic trial during the propulsion phase. In the transverse plane, the orthotic trials reduced the ROM by 1 to 3 degrees.

---

### Table 3. Means and Standard Deviationsa of Range of Motion (in Degrees) of Knee Joint During Walking and Running (N=10)

<table>
<thead>
<tr>
<th>Phase of Gait</th>
<th>Plane of Motion</th>
<th>Nonorthotic</th>
<th>Orthotic</th>
<th>Nonorthotic</th>
<th>Orthotic</th>
</tr>
</thead>
<tbody>
<tr>
<td>Walking</td>
<td>Frontal</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Contact</td>
<td></td>
<td>3.6</td>
<td>2.8</td>
<td>5.1</td>
<td>3.2</td>
</tr>
<tr>
<td></td>
<td>(1.5)</td>
<td>(1.2)</td>
<td>(2.0)</td>
<td>(1.5)</td>
<td></td>
</tr>
<tr>
<td>Mid-stance</td>
<td></td>
<td>3.8</td>
<td>3.2</td>
<td>5.2</td>
<td>5.2</td>
</tr>
<tr>
<td></td>
<td>(2.6)</td>
<td>(1.7)</td>
<td>(2.0)</td>
<td>(3.1)</td>
<td></td>
</tr>
<tr>
<td>Propulsion</td>
<td></td>
<td>4.9</td>
<td>4.8</td>
<td>5.1</td>
<td>4.7</td>
</tr>
<tr>
<td></td>
<td>(2.0)</td>
<td>(2.1)</td>
<td>(2.2)</td>
<td>(2.5)</td>
<td></td>
</tr>
<tr>
<td>Running</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Contact</td>
<td></td>
<td>4.2</td>
<td>5.1</td>
<td>5.0</td>
<td>4.6</td>
</tr>
<tr>
<td></td>
<td>(3.0)</td>
<td>(2.5)</td>
<td>(3.0)</td>
<td>(2.2)</td>
<td></td>
</tr>
<tr>
<td>Mid-stance</td>
<td></td>
<td>3.5</td>
<td>4.3</td>
<td>3.1</td>
<td>3.1</td>
</tr>
<tr>
<td></td>
<td>(1.8)</td>
<td>(1.7)</td>
<td>(1.1)</td>
<td>(0.8)</td>
<td></td>
</tr>
<tr>
<td>Propulsion</td>
<td></td>
<td>4.9</td>
<td>4.1</td>
<td>4.1</td>
<td>3.5</td>
</tr>
<tr>
<td></td>
<td>(2.5)</td>
<td>(2.6)</td>
<td>(2.5)</td>
<td>(2.1)</td>
<td></td>
</tr>
</tbody>
</table>

*aOne standard deviation in parentheses.*
Talocrural/Subtalar Joint

Following heel contact, the medial border of the calcaneus and forefoot reach the ground by means of eversion of the TC/ST joint. With a medial posting under the hindfoot and forefoot, the ground has essentially been brought up to reach the foot. The average hindfoot posting was 2.2 degrees, and the average forefoot posting was 3 degrees. Consequently, one would expect that the eversion motion in the contact and mid-stance phases would be reduced by less than 2 to 3 degrees, as some compression of the wedges will occur. This reduction is congruent with the 1- to 2-degree reduction observed during walking. We can conclude from these results that soft orthotics have an effect in reducing the frontal-plane motion of the TC/ST joint. The effect from the soft orthotic is slightly less than the 2- to 4-degree effect reported with rigid and semirigid orthotics.

In the transverse plane, the orthotic was most effective in reducing the TC/ST joint motion during running and during the propulsion phase. With the foot planted on the ground, there is minimal TC/ST joint abduction/adduction until the propulsion phase commences. Thus, the use of foot orthotics reduces the TC/ST joint motion in the frontal and transverse planes during dynamic tasks such as walking and running in subjects with excessive forefoot varus and calcaneal valgus measured from a static position.

Talocrural/Subtalar Joint and the Effects on the Knee

During the contact phase of walking, reductions of eversion at the TC/ST joint appeared to cause a reduction in frontal-plane motion at the knee. Very small amounts of reduction at the TC/ST joint (0.4°) did not affect the knee joint. Larger amounts of reduction (0.8°–2.0°) at the TC/ST joint appeared to cause a reduction in knee joint motion. Even larger magnitudes of reduction (2.5°) at the TC/ST joint necessitated a transfer of motion and resulted in an increase in knee motion.

The orthotics were effective in altering the joint motion during the contact phase of walking and running because this is the phase in which the largest eversion movement occurs. During walking, the orthotic is effective in altering the ROM of the TC/ST and knee joints during the contact and mid-stance phases, whereas in running, the contact and propulsion phases were affected. During running, the mid-stance phase has a very short duration, which may be one of the reasons that no effect of the orthotics was observed during this phase. Instead, a reduction of the ROM was observed during the propulsion phase of running. During the propulsion phase, the heel is already off the ground such that only the forefoot postings would have any effects. Additional effects, however, may result from the preceding two phases, because the orthotic reduced the magnitude of the eversion component during the contact phase, the amount of inversion to return to a neutral position may subsequently be reduced.

Clinical Implications

In clinical practice, postings are often based on measurements taken from a static position, however, the intent of the orthotic is to affect the foot position during a dynamic task such as walking or running. In our study, the average forefoot varus was 12.4 degrees, yet the postings were approximately 3 degrees and only partially corrected the subtalar neutral position in a static position. However, these small corrections performed in a static position affected the TC/ST and knee joint motion by 1 to 2 degrees during walking and running. Can such small differences affect the mechanics of the dynamic task and in turn affect the pain experienced by the patient? A recent clinical investigation that followed the same 10 subjects examined in this study in addition to a control group over a 2-month period confirms that these small differences are effective in reducing pain in female adolescents with patellofemoral pain syndrome. The results of this study coupled with our previous findings provide some evidence for alterations in both biomechanical variables and measurements of pain and function.

The results of our study raise a number of issues. A partial correction of the static subtalar position is sufficient to alter the mechanics of the TC/ST and knee joints during a dynamic task. Perhaps the practice of assessing the magnitude of the postings from a...
single static position (subtalar neutral) should be questioned because the effect of the orthotic on the TC/ST and knee joints is experienced under dynamic loading conditions. Furthermore, measuring the subtalar neutral position has proved problematic to clinicians, as demonstrated by the low intertester reliability recorded.\(^{26}\) Inter- tester reliability was not a concern in our study because only one tester was used throughout the study.

The effectiveness of orthotics on the knees is thought to be based on a reduction in TC/ST joint motion and a subsequent reduction of transverse- and frontal-plane knee motion. An increase in joint motion, however, was observed in certain phases of the gait cycle. Perhaps it is not so much a reduction of motion but an alteration of the loading of the patellofemoral joints that can result in a reduction of pain. Changes in the transverse- and frontal-plane motion of the knee will affect the patellofemoral contact pressure and the location of the patellofemoral joint reaction force.\(^{29}\) If the foot is able to function more effectively with a foot orthotic, better shock attenuation may also be achieved.

We believe the proximal translation of the TC/ST joint motion must be considered when fitting a patient with an orthotic. During walking, an alteration of the TC/ST and knee motion joint occurred, but it is possible that the hip joint or lumbar vertebrae were compensating for these changes. The lumbar spine and hip joint of patients fitted with foot orthotics for lower-extremity problems should be closely monitored.

Finally, we can conclude that soft orthotics are effective in generating small alterations in the TC/ST and knee joint ROM during walking and running. Because soft orthotics are relatively easy and inexpensive to fabricate compared with semirigid or rigid orthotics, clinicians may find them a practical alternative for an initial trial in orthotic intervention. A further consideration should be given to the effect of the shoe alone. It has been well documented that certain shoe design parameters (eg, midsole hardness, heel height) can affect the foot mechanics during gait.\(^{30,31}\) Although the intent of this study was to examine the effect of the soft orthotic with a standard shoe, further investigations should consider the interactions of the orthotic with different shoe design parameters.

**Conclusion**

This study has provided an evaluation of soft foot orthotics on the three-dimensional kinematics of walking and running in subjects with patellofemoral pain syndrome. Based on the findings of this study, we conclude the following:

1. The effects of the soft foot orthotics were modest; no effects were observed in the sagittal plane, and only 1- to 3-degree differences were found for frontal- and transverse-plane ROM of the TC/ST and knee joints during walking and running.

2. The soft foot orthotic reduced the TC/ST joint motion in the frontal and transverse planes during walking and running.

3. The knee joint was affected by the foot orthotics; the knee motion in the frontal plane was reduced during the contact and mid-stance phases of walking, but was increased during the contact and mid-stance phases of running.

**Acknowledgments**

We thank Mr Kevin A Ball for his assistance with the data reduction and analysis software and Dr Iris Marshall and the staff of the Sports Medicine Clinic of the Hospital for Sick Children.

**References**

Call for Reviewers

Physical Therapy is currently seeking qualified individuals to serve as manuscript reviewers. Reviewers should have:

- Extensive experience in area(s) of content expertise
- Experience as authors of articles published in peer-reviewed journals

Familiarity with peer review is essential.

If you are interested in becoming a reviewer for the Journal, please send a cover letter and a copy of your curriculum vitae to:

Editor
Physical Therapy
1111 North Fairfax Street
Alexandria, VA 22314-1488

Interested in becoming involved, but not sure you have the time to review manuscripts? The Journal is also looking for article abstracters and book/software/videotape reviewers. Send us a letter expressing your interest and stating your general areas of expertise, along with a copy of your curriculum vitae. We look forward to hearing from you.
The Effect of Soft Foot Orthotics on Three-dimensional Lower-Limb Kinematics During Walking and Running
Janice J Eng and Michael R Pierrynowski

Cited by
This article has been cited by 23 HighWire-hosted articles:
http://ptjournal.apta.org/content/74/9/836#otherarticles

Subscription Information
http://ptjournal.apta.org/subscriptions/

Permissions and Reprints
http://ptjournal.apta.org/site/misc/terms.xhtml

Information for Authors
http://ptjournal.apta.org/site/misc/ifora.xhtml